Sirolimus-Eluting Stent Fracture

LEANDRO LASAVE1, ANÍBAL DAMONTE1, FERNANDO KOZAK1, MAXIMILIANO ROSSI1, GERARDO ZAPATA2, EDUARDO PICABEA1

ABSTRACT

The reported incidence of stent fracture after sirolimus-eluting stent implantation ranges from 1.9 to 16% according to different series and has been associated with increased rate of restenosis and long-term cardiac events.

We describe the case of a patient with a telescoped stent fracture, associated with stent occlusion after 6 years of telescoped sirolimus-eluting stent implantation, which was detected using multislice computed tomography and invasive angiography.


INTRODUCTION

Several studies have shown that sirolimus-eluting stents (SES) significantly reduce the incidence of restenosis and the need for repeat revascularization compared with bare-metal stents. (1, 2) Stent fracture (SF) is a complication reported after SES implantation, associated with increased restenosis rate (15-60%) and long-term cardiac events. (3-6)

CASE REPORT

We report the case of a 60-year-old male patient with multiple coronary risk factors: dyslipidemia treated with rosuvastatin, type 2 diabetes under oral medical treatment, smoking and overweight (BMI 34).

He underwent coronary angioplasty in January 2006 with two telescoped SES (Cypher® 2.25 × 28 mm and 2.5 × 23 mm) implanted in ramus intermedius, on a diffuse lesion from the ostium, and in a curved arterial segment.

Both stents were deployed at a pressure of 14 atmospheres (atm), and post-dilation with non-distensible 3.0 × 15 mm balloon at 14 atm was achieved in the telescoped segment. Angioplasty with a similar stent (Cypher® 3.5 × 18 mm at 16 atm) was also performed in the middle third of the right coronary artery.

The patient made good progress under optimal medical treatment for 5 years and 6 months. At that point, he developed progressive angina, functional class II-III.

A rest-stress myocardial perfusion study revealed moderate ischemia in lateral and inferior walls, and the ergometric test was positive for angina and ST at moderate workload.

Later, a non-invasive coronary angiography performed with a 64-detector row CT scanner (CT64, Philips Brilliance) revealed right coronary artery stent patency, and a de novo lesion in the proximal segment of the atrioventricular (AV) branch. It also showed lack of patency of the stents implanted in the ramus intermedius. A strut-free area in the distal segment to the telescope, associated with dislocation of the stent midline, might correspond to SF (Figure 1).

The anterior descending coronary artery showed a moderate non-calcified lesion.

Afterwards, he was submitted to invasive coronary angiography (Innova 2100, General Electric, MI, USA) with planned angioplasty to the right coronary artery AV branch. The study confirmed the 64-MSCT findings, and angioplasty with everolimus-eluting stent was performed to the AV branch without complications.

This study confirmed the occlusion of telescoped stents in the ramus intermedius and complete SF in both proximal and distal segments to the telescope. Dynamic images showed a hinge-like ascending and descending movement of the ramus intermedius in the fracture site distal to the telescope. A gap at the level of both fractures allowed its characterization as complete frac-
tecture without migration (Figures 2 and 3).

**DISCUSSION**

Several factors have been referred to as mechanisms responsible for SF. Oversized balloon used for post-dilation and high dilation pressure (> 14 atm), shear force due to movement and the hinge-like (systole-diastole) mechanism, greater length and smaller diameter of the stent, the telescope between stents, lack of protection from neointimal growth in the SES, artery tortuosity and angulation after stent implantation are mechanisms related to SF.

According to different studies, the estimated incidence of SF after SES implantation is between 1.9% and 16%, and it is associated with focal intrastent restenosis, thrombosis and intrastent occlusion, and cardiac events. (3-8)

In a recent study of over 800 patients, the incidence of SF after SES implantation was 8% (70/874) and was associated with higher late in-stent loss, higher restenosis rate, and greater need for repeat revascularization at 6 to 9 month angiographic follow-up. (9)

In our case, the 64-MSCT determined stent occlusion and suspected fracture. The telescope of both stents generates a partial-volume artifact that prevents the correct visualization of the fracture. Invasive angiography with high-definition equipment (Flat Panel) confirmed SF and occlusion.

Regarding the fracture mechanism, several associated predisposing factors such as length and diameter, telescope, tortuosity and post-stent angulation and shear forces due to movement may have been the cause of fracture.

**RESUMEN**

*Rhabdomyosarcoma cardíaco*

La fractura del stent es una complicación que se ha comunicado luego del implante de stents liberadores de sirolimus con una frecuencia que oscila entre el 1,9% y el 16% según las series y que se asocia con una tasa mayor de reestenosis y de eventos cardíacos a largo plazo.

En esta presentación se describe el caso de un paciente en
el que, casi 6 años después del implante de dos stents libera
dores de sirolimus telescopados, a través de tomografía com-
putarizada multidetector y angiografía invasiva se evidenció
la fractura de los stents telescopados, asociada con oclusión
del stent.

Palabras clave > Angioplastia - Stents - Angiografía -
Tomografía computarizada multidetector

Conflicts of interest:
None declared.

REFERENCES

1. Weisz G, Leon MB, Holmes DR Jr, Kereiakes DJ, Popma JJ, Teirst-
   ein FS, et al. Five-year follow-up after sirolimus-eluting stent implan-
tation: results of the SIRIUS (Sirolimus-Eluting Stent in De-Novo
http://doi.org/fschj
   al. 5-year clinical outcomes after sirolimus-eluting stent implanta-
tion insights from a patient-level pooled analysis of 4 randomized
   trials comparing sirolimus-eluting stents with bare-metal stents. J
3. Lee MS, Jurewitz D, Aragon J, Forrester J, Makkar RR, Kar S.
   Stent fracture associated with drug-eluting stents: clinical charac-
teristics and implications. Catheter Cardiovasc Interv 2007;69:387-
   94. http://doi.org/b8ffm
4. Lee SH, Park JS, Shin DG, Kim YJ, Hong GR, Kim W, et al. Fre-
   quency of stent fracture as a cause of coronary restenosis after si-
   http://doi.org/brthjq
dictors and prognosis of stent fracture after sirolimus-eluting stent
   MB. A qualitative and quantitative angiographic analysis of stent
   fracture late following sirolimus-eluting stent implantation. Am J
   T, et al. Incidence and clinical impact of coronary stent fracture af-
   ter sirolimus-eluting stent implantation. Catheter Cardiovasc Interv
   Frequency, predictors and outcome of stent fracture after sirolimus-
   org/b3shk
9. Umeda H, Kawai T, Misumida N, Ota T, Hayashi K, Iwase M, et
   al. Impact of sirolimus-eluting stent fracture on 4-year clinical out-